Ventriculo-atrial shunt causing tricuspid endocarditis: its percutaneous removal.
A 21-year-old patient developed tricuspid endocarditis with the distal sections of two redundant ventriculo-atrial shunts remaining in the right atrium. We report their percutaneous removal using a Dotter basket.